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THE illustration below shows a new digi- 
tal dc voltmeter that automatically and 
rapidly measures positive or negative dc volt- 
ages anywhere within the range from I milli- 
volt to 999 volts and displays the measured 
value, including polarity and decimal point, 
in large illuminated digits. The instrument 
thus considerably facilitates situations such 
as equipment performance testing and pro- 
duction work where simplicity, speed and 
accuracy in making dc measurements are 
important. 

The instrument also permits automatic 
logging of measurements, since it is designed 
to directly drive the -hp- high-speed digital 
recorder to produce printed records of meas- 
urements. Fig. 4 (page 3) indicates the type 
of print-out obtained when the voltmeter- 



if 



recorder combination is used. Function cod- 
ing, polarity and decimal location can all be 
included in the printed record. 

Electrically, the new voltmeter has a cali- 
bration accuracy of —0.2 f ( and in other re- 
spects has the supporting characteristics nec- 
essary for accurate measurements in a wide 
range of applications. It has a high input im- 
pedance of 1 1. megohms, and its input circuit 
is floating so that it can measure voltage 
sources that are up to •- 500 volts off ground. 
Overload protection is also provided. Hum 
rejection is 50 db or more with the result that 
hum peaks as large as Vi\ of the dc in a circuit 
being measured cause an effect of only ±1 
count in the least place of the readout. The 
instrument includes a self-check feature such 
that accuracy can be tested at any time by 








Fig. 1. Sew -hp- digital dc voltmeter has been dssigMtd tfj ./ f&Hy automat it instru- 
matt for measuring voltages from I millivolt to 999 toffs of cither polarity. Coded out- 
puts art provided for automatic data logging in conjunction with -hp- digital recorder 
01 lor driving other data handling equipment, Readout system includes a window of 
light- polarizing material which t irtually eliminates effect of external light and gtt i j a 
y dark, soft hack ground of maximum contrast for ease in reading. 
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Fig. 2. Ha\it tin nit arrangement of tttu i oltwet, >. t w ©J rawfi-t\ fa design 
offers significant advantages for general-purpose instrument, as described in 

text. 



pushing .1 panel switch, Finally* the 

instrument is fast, having a sampling 
rate adjustable from S measure- 
ments per second to I per 5 seconds 
or externally electrically or manu- 
ally controllable. 

DESIGN APPROACH 

The new voltmeter uses a simple, 
straightforward circuit (Fig. 2) 
wherein an accurate, linearly-rising 
voltage ramp is generated and com- 
pared with the attenuated dc to be 
measured. Coincident with the start 
of the ramp, a gate on a clock oscil- 
lator is opened and kept open for 
the time interval needed for the 
ramp to become equal 10 the voltage 
being measured, at which moment 
the gate is closed. During this inter- 
val the number of clock pulses chat 
have been gated out are counted by 
an electronic counter circuit. By 
suitably relating the slope of the 
ramp to the clock frequency ( r h t: 
time needed for the ramp to increase 
I voltage unit is made equal to I 
oscillator cycle period), the counter 
display is made to equal the meas- 
ured voltage. Suitable sensing cir- 
cuitry in the counter causes the in- 
put attenuator to be switched auto- 
matically to the optimum position 
and also automatically positions the 



decimal point in the counter display. 
The display system itself consists of 
V nixie tubes, giving a large, 
bright, easily- read display using in- 
dustry-standard components. 

After the external voltage has 
been measured, the circuit continues 
automatically to re-measure the ex- 
ternal voltage at a repetition rate de- 
termined by the setting of a panel 
control. Ihe operator, however, con- 
tinues to see an uninterrupted dis- 
play which changes only when the 
measured voltage changes. The 
measuring cycle occurs rapidly (200 
milliseconds) so that up to 5 repeti- 
tive measurements per second can 
be made, except that on the initial 
measurement, where it is possible 
that the circuit may have to scan all 
its ranges to find the optimum, the 
measurement can require up to 2 
seconds. Successive readings of the 
same voltage can then occur at 5 per 
second. 

RAMP DESIGN 

CONSIDERATIONS 

For a genera 1-purpose type of dc 
voltmeter, the ramp type circuit out- 
lined above offers a number of ad- 
vantages. For one thing it results in 
an economical design commensurate 
with the character of a genera 1-pur- 



pose instrument. At the same time 
it gives a performance that is about 

an order of magnitude higher in 
nearly all respects than that of the 
conventional vacuum-tube i\c volt- 
meter. Accuracy, for example, is 
11.2 ' , as compared with a maximum 
of 2 f t for a conventional instru- 
ment, while resolution is 0.1' \ com- 
pared with r, of full scale for an 
instrument using a D'Arsonval type 
display. This higher performance, 
of course » is combined with auto- 
matic operation, a digital display* 
and the potential for automatic data 
logging. 

From the standpoint of possible 
automatic- type circuits, too, the 
ramp circuit offers advantages for 
genera 1-purpose work. To the user 
one of the most apparent is that the 
ramp-type instrument always pro- 
duces a measurement for voltages 
within its range. Where a slightly 
unstable voltage is being measured, 
for example, the ramp-type circuit 
measures the voltage at a discrete 
point in time and displays the value 
measured. Subsequent measurements 
will then show the amount of insta- 
bility present in the voltage. Contin- 
uous-comparison type arrangements, 
on the other hand, frequently tend 
to be confused by an un stable volt- 
age with the result that such circuits 
continuously hunt without produc- 
ing a reading. 

Finally, reliability considerations 
favor the ramp-type circuit. In an 
automatic type instrument, where 
the high speed of measurement may 
lead to several thousand or more 
measurements in a single day, relia- 
bility considerations make it desir- 
able to minimize the use of mechani- 
cal switching or other mechanical 
devices. Excluding the very costly 
type of analog-digital converter, 
however, all automatic type circuits 
involve these in one function or an- 
other. In this respect the ramp- type 
circuit possesses the advantage that 
switching mechanisms are not used 
in the normal measurement, being 
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VOLTMETER READING 

1% FULL SCALE ) 

required only for range-changing 
purposes. In itself, this enormously 
reduces che number of operations re* 
quired of the switching mechanism 
hut, in addition* the Model -i05AR is 
arranged so that a pane] control will 
hold the instrument on one range. 
For repetitive measurements such as 
are encountered in production work 
where readings are all to be made on 
one range, this means that no switch- 
ing mechanism is involved in the 
measurements, yet the capability for 
automatic ranging is present for ap- 
plications that require it. 

SELF-CHECK FEATURE 

The voJt meter is arranged so that 
the user can easily check its calibra- 
tion at any time from the front 
panel. The self-check arrangement 
consists of a panel push switch that 
connects the voltmeter input circuit 
to an accurate internal reference 
voltage. The value of this reference 
is approximately 7 volts, its precise 
value in each case being marked on 
the instrument panel. Pushing the 
panel switch causes the instrument 
to read this reference value. If 
needed, the calibration can be ad- 
justed by a screwdriver- type control 
available at the panel. This control 
can also be used in special situations 
where maximum accuracy may be 
desired in a special voltage region 
and where an accurate external ref- 
ence voltage in or near this region 
is available for calibration purposes. 

The internal reference voltage ts 
derived from a zener diode housed in 



Fig, 3- Diagram illustrating na- 
ture of uon4inearity of internal 
ramp voltage used for compari- 
sun purposes with non-linearity 
shown on exaggerated seah tot 
clarity. Voltmeter calibration 
check described in text main- 
tains ramp crossover at SO f /e 
point, ai ill nitrated* 



a temperature-regulated oven, The 
oven warm up time from room tem- 
perature is about 10 minutes, so that 
calibration can be checked any time 
after this interval, 

ACCURACY 

In addition to other factors, one of 
the new automatic voltmeter's ad* 
vantages is that its accuracy' { rr0,2^t 
rbl count) applies to the reading 
displayed, rather than to the full 
scale value of the range on which the 
measurement is obtained, as in con- 
ventional instruments. 

As may be suspected from a 0.2 ' . 
accuracy rating, the chief uncer- 
tainty is introduced by the high-im- 
pedance attenuator at the voltmeter 
input. The attenuator used has an 
accuracy rating of dzOJ%, which 
constitutes 50' i of the overall meas- 
urement tolerance* 

The second main component of 
measurement tolerance is concerned 
with the internal voltage ramp. 
Ideally, the ramp should be linear, 
hut practical methods for genera t- 



Fii?. 5. >hp- If)- wire 
code input digital 
recorder (So* HOI 
$61 B) r e c o m - 
mended for use 
with neic voltmeter 
fur automatic log- 
giug. -hp- s t air cast- 
in p/it recorder 
(Model UQA) earn 
he used equally 
u ell . altb ottgh its 
full capabilities are 
not reifo 
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Fig, 4, Typical print-out obtained it hen 
voltmeter is used with hp- digital recorder 
and operated with a programmer for mul- 
ti-point measurements. First column iden- 
tifies measured test point, u bile remaining 
columns indicate measured voltage. 



ing ramps result in some non -linear - 
ity. Although non-linearity can be 
reduced to any desired degree* such 
reduction must be balanced against 
economic considerations. Very ac- 
ceptable linearity is achieved, how- 
ever, since the ramp is within 0,05 f * 
of an ideal rise at all points (Fig. J). 
This factor constitutes the second 
main part of the overall measure- 
ment tolerance. 

The ztl count tolerance arises 
from the ambiguity inherent in an 
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arbitrary gate used with discrete 
pulses, in this case the pulses from 
the clock oscillator. Actually, since 
the gate opening in the instrument 
is phase-locked to the oscillator, the 
theoretical error is not as great as 
:±1 count hut is thus rated for sim- 
plicity. 

AUTOMATIC 

DATA LOGGING 

In many applications, such as 
making equipment performance or 
checkout tests, it will he advanta* 
geous to use the new voltmeter with 
an -hp- digital recorder to obtain 
printed records of measured data. 
Fig, 4 shows the type of printout 
produced when the voltmeter-re- 
corder combination is used. The 
right-hand column of the printout 
indicates the location of the decimal 
point, as demonstrated in the illus- 
tration. The extreme left column 
indicates the source of the measured 
data according to whatever pro- 



SPECIFICATIONS 

-hp- MODEL 405AH 

AUTOMATIC DC DIGITAL VOLTMETER 

Rcmge. ,001 lo 999 volts ok, positive er nega- 
tive - 

Pteierttaiion: Three lUinifieanr figure*. 

Accuracy,- Within | 0.2° c of reading -*- \ count. 

Floating Inpuh Permits measurements of sys- 
terns operating wilhin .- 500 vdc of power 
line ground. 

Range and Polarity Selection: Automatic. A 
hold control disables, the aytomalic elec- 
tion and permits manual range selection, 

Ranging Time: 1 5 second to 2 seconds depend- 
ing on range change required. 

Input Impedance: 11 megohms to dc on all 
ranges. 

Sample Rater Internal: 4 to 5 per second maxi* 
mum to fewer than f every 5 seconds by 
front panel control. External l By 20 volt posi- 
tive pulse, maximum rote of 5 per second. 

Response Timer Appro*. 1 second to Step func- 
tion, 

AC fte/ee'ron: 3 db at appro*, t cps; at leaV 50 
db at 60 cps. 

Dlgitol Recorder Output: Connector ol rear pro- 
vides for operating specified -hp- Digital 
Recorders, special cable required. 

Input Termr'naifs; -hp' type binding posts on 
front; 3 prong AN-type connecior at rear. 

External Trigger Inpvt; BNC female connector 
at rear. 

Dimensions: Hack Mount: 7" high, 19" wide, 
73V*" deep behind panel. 

We/ght: Net 26 lbs . Shipping 38 lbs. 

Power: 115 230 volts -10%. 50 60 cps r ISO 

watts- 
Prlce: Model 405AR Autpmaric DC Digital Voir 

meter, flack Mount, SS25.00. 
Complementary fcjurpmenf: -fip- Spec. No. H01 

5616 10- wire code Diaiial Recorder for use 

with -hp Model 405AA Digital Voltmeter, 

includes necessary interconnecting cable; 

Rotk Mount: SI 085.00; Cabinet Mount: 

SI 100.00. 

Prices fob. Palo Alto, California 
Data Lubject fo chonge without notice 



gramming system has been used, 
while the column second from left 
shows polarity!. 

The voltmeter-recorder combina- 
tion can operate at a sampling rate 
determined by the setting of the 
panel control on the voltmeter, al- 
though in system work where a pro* 
g rammed switch connects the volt- 
meter to the various test points it 
will usually be necessary to place the 
voltmeter under the control of the 
switch. This can easily be done by 
arranging for the switch to supply a 
-20- volt or larger pulse to the volt- 
meter as the command pulse. Typi- 
cal program switches can also be 
easily arranged to supply a coded 
function signal to the printer for the 

ilf the rcfurdirr has not been equipped 
to prim polarity, chis column will show 
an jsiL-ri^k (*) lor netttftivc polarities and 
a hLiTik space for positive polarities. 



extreme left column of the printout. 

I or operating external equipment 
such as the digital recorder discussed 
above, or other types of data-han- 
dling equipment, the voltmeter pro- 
vides both staircase coded and 10- 
wire coded outputs. A decimal-coded 
or a pure binary output can also be 
obtained. The staircase output per- 
mits the voltmeter to be vised in in- 
stallations where an -hp- Model 560 A 
Digital Recorder is at hand. To in- 
terconnect the voltmeter with the 
Model 560A, a small junction box 
available from hp is required. For 
cases where the Model 5 60 A is not 
already available, the 10-wire output 
enables the voltmeter to be used 
with the lower-cost -hp* HOI 561 B 
10-wire code type digital recorder. 

—Tbeodon ( . Anderson 
and Noel M* Pace 




The illustration above shows o 
typical production operation where- 
in the new digital voltmeter discussed 
in the accompanying article facili- 
tates production and reduces oper- 
ational cost. Here a non-technfcal 
operator classifies semiconductor 
dtades by zener value. Measure- 
ments such as this where ordinarily 



only one measuring range is used 
are facilitated by a panel switch on 
the voltmeter that prevents it from 
changing ranges. Non-technical op- 
erators are thus always presented 
with the same type of display, reduc- 
ing reading-error possibilities and 
simplifying ossimi lotion of the pro- 
cedures for the operator, 
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